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EXTERNAL STANDARD INFORMATION
NOMINAI,: O. OEO

TARGET AT 29.48: 0.019
LOT *; AG113402
EXPIFTTION: 05 /14/2023
TANK PRESSURE: 1222 psi
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FIow Rate = 4.669 LlM
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TEMPERATURES

INTERNAL STANDARD

Average = 0.0764
Std Dev = 0.0005
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EILTER INFO
Fl1ter 1

Fi1ler 2
Filter 3
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PASSED

PASSED
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l, Brandi M. Bamett, after being filsr duly swom, depose and state as follows:

(l ) t am a Forensic Scientist IV at the State ofAlaska Scientific Crime Detection Laboratory'

i2j nre e.lasla Scientific Crime Detectio. Laboratory is an entity within the Department ofPublic Safety.

(3) I am the Scientific Director ofthe State Breath Alcohol Program.

i+i in tfrat capacltv, I am responsible for overseeing the Breath Alcohol Progam, which includes assuring lhat instsumcnts are calibrated and

eha[n-

maintaining program records.
(5) The above is a true and accurate verification ofcalibration, which is performed by the instrument's software, as specified by the State Brealh

Alcohol Proglam. Vcrification of calibration is a regularly conducted and regularly reconded activity of the State Breath Alcohol Program.

(6) As ofthe date signed below. I ceftiry that the calibration ofthe referenced instrument was accurate on the dat€ in which the above tests were

and therefore certified for evidentiary use in the State ofAlaska

M. Bameft
tientific Director

State Breath Alcohol Prograrn
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* See tooS\fi P?} .ort.ot chartgtrn Shzhro {.q

sanple chanber = 48.7'c
Breath Tube = 44.9"C
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